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I.  INTRODUCTION 


Clock  performance  is  determined  by  the  signal-to-noise  ratio  of  the 
detected  cesium  (Cs)  atomic  resonance  at  9.2  GHz.  If  this  ratio  degrades,  the 
white-noise  part  of  the  Allan  variance  will  degrade  accordingly.  The  ratio  is 
ultimately  limited  by  the  performance  of  the  beam  tube  itself.  In  particular, 
the  Cs  atomic  beam  is  detected  and  amplified  before  the  signal  is  inserted 
into  the  electronic  servo  system.  Not  only  the  beam  intensity,  but  also  the 
noise  figure  of  the  detector  will  determine  this  ratio.  The  ratio  is  more 
dependent  on  the  performance  of  the  Cs  ion  detector  (first  dynode)  than  on  the 
gain  of  the  rest  of  the  electron  multiplier  (Fig.  1)  (succeeding  dynode  multi¬ 
plication),  unless  the  detector's  secondary  electron  emission  is  severely 
degraded.  Radically  reduced  emission  from  the  detector  is  similar  to  reduced 
Cs  beam  flux  and  degrades  the  signal-to-noise  ratio.  With  this  new  proposed 
measurement  system,  the  output-noise  characteristics  of  the  electron  multi¬ 
plier  can  be  studied  to  determine  whether  it  is  possible  to  separate  the  loss 
of  first-dynode  emission  from  emission  loss  at  successive  dynodes.  The  loss 
of  output  signal  by  up  to  an  order  of  magnitude  has  been  observed  on  some 
tubes,  and  is  ascribed  to  multiplier  degradation. 
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II.  DISCUSSION 


For  an  average  Cs  ion  current  ICs  into  the  first  dynode  of  the  electron 
multiplier  in  the  Cs  beam  tube,  the  noise  density  4> ^ ( f )  of  the  current  will  be 
given1  by 


Vf>  ■  2^C3 


(1) 


where  q  =  charge  on  an  electron  =  1.602  x  10-1^  Coulomb.  Then  the  signal-to- 
noise  ratio  for  a  1-Hz  noise  bandwidth  at  the  first-dynode  input  is 


(SNR) 
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signal  power  (dc  signal  current)  _  Cs 
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Depending  on  the  conversion  efficiency  of  the  first  dynode  and  the  gain  of  the 
remaining  dynodes,  the  output  signal-to-noise  ratio  of  the  multiplier  will  be 
degraded  by  some  factor  F.  Then  the  output  signal-to-noise  ratio  for  a  1 -Hz 
noise  bandwidth  becomes 


(SNR) 

o 


(3) 


The  conversion  efficiency  of  the  first  dynode  is  expected  to  be  about  unity, 
which  will  result  in  a  degradation  factor  F  of  about  two.  The  remaining 
dynodes  will  have  a  much  smaller  effect  on  the  value  of  F.  Consequently  F  is 
expected  to  be  slightly  larger  than  two.  If  G  and  IQ  are  respectively  the 
gain  and  the  current  output  of  the  electron  multiplier,  then 


GI 


Cs 
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Combining  (3)  and  (4)  gives 


FG 
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Thus  the  factor  FC  can  be  calculated  from  measurements  of  IQ  and  (SNR)Q,  and  a 
number  of  conclusions  can  be  drawn  from  the  measurements  of  IQ  and  (SNR)0  and 
the  calculation  of  FG.  Perhaps  most  important,  the  measurement  of  (SNR)Q  sets 
the  minimum  value  that  the  Allan  variance  of  the  clock  can  have  for  any  given 
long  integration  time  t.  ("Long"  in  this  usage  means  that  the  clock  loop  gain 
is  very  high  for  frequencies  on  the  order  of  1/t.)  Some  distinctions  can  also 
be  made  between  possible  effects  when  I  ,  (SNR)Q,  and  FG  change.  For  example, 
a  graceful  degradation  of  electron-multiplier  gain  (i.e.,  where  the  gain  of 
each  stage  degrades  slightly)  would  result  in  IQ  and  FG  decreasing  propor¬ 
tionately,  with  (SNR)Q  staying  essentially  constant.  If  the  microwave  power 
into  the  tube  changed,  the  result  would  be  a  proportional  change  in  I  and 
(SNR )_  ,  with  FG  staying  constant.  Here  it  is  assumed  that  the  initial  power 
setting  was  for  a  maximum  in  IQ.  Writing  a  for  the  Cs  conversion  efficiency 
of  the  detector  surface  and  6  for  the  gain  of  each  of  the  succeeding  n 
dynodes , 1 


G  *  a6n 


(6) 


and 


F  *  1  +  -  (for  large  n).  (7) 

It  is  apparent  that  a  loss  in  gain  through  a  reduction  in  either  a  or  6  will 
affect  the  product  FG  differently.  If  o  is  reduced  from  1  to  0.5,  the  gain 
will  be  reduced  by  a  factor  of  0.5,  but  the  product  FG  will  be  reduced  by  a 
factor  of  0.79  (assuming  6  -  ^) .  If  the  gain  reduction  by  a  factor  of  0.5  is 
cuased  by  a  reduction  in  6,  however,  the  product  FG  will  essentially  be  re¬ 
duced  by  the  same  factor  of  0.5.  Consequently,  a  measurement  of  FG  before  and 
after  a  loss  of  beam  tube  current  caused  by  multiplier  degradation  will  dif¬ 
ferentiate  between  first-dynode  and  later  dynode  degradation.  If  the  beam 
current  loss  is  not  caused  by  muliplier  degradation,  the  product  FG  will 
remain  essentially  unchanged. 
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III.  MEASUREMENTS 


A  block  diagram  of  the  measurement  system  is  shown  in  Fig.  2.  The  noise 
bandwidth  (NBW)  of  the  30-Hz  bandpass  filter  was  7.23  Hz.  The  choice  of  the 
30-Hz  measurement  frequency  is  arbitrary,  since  the  noise  density  out  of  the 
tube  is  independent  of  frequency  as  predicted  by  Eq.  (1).  This  is  demon¬ 
strated  in  Fig.  3.  Figure  3(a)  shows  the  noise  output  of  the  current-to- 
voltage  ( I/V )  converter  when  the  converter  is  terminated  in  an  impedance 
approximately  equal  to  the  tube's  output  impedance.  Figure  3(b)  shows  the 
noise  output  of  the  I/V  converter  when  it  is  connected  to  the  tube.  The 
microwave  power  into  the  beam  tube  was  adjusted  for  maximum  current  out  of  the 
tube.  The  tube  used  for  the  measurements  was  a  commercial  Cs  beam  tube.  A 
Spectral  Dynamic  model  SD301D  spectrum  analyzer  was  used  for  these  measure¬ 
ments.  From  Fig.  3(b)  it  is  seen  that  the  tube  noise  density  is  flat;  it  is 
37  dB  above  the  noise  floor  of  the  measurement  system,  and  30  dB  above  the 
spectral  spikes  of  the  measurement  system.  The  average  current  I0  out  of  the 
tube  is  measured  by  connecting  the  tube  directly  to  a  Keithley  model  i<85 
picoammeter.  Figure  4  shows  the  relationship  between  the  input  and  output 
power  spectral  densities  of  the  electron  multiplier.  The  added  noise  at  the 
output  results  from  the  finite  gain  of  the  electron-multiplier  dynodes,  pri¬ 
marily  the  first  dynode.  To  measure  this  noise,  a  bandpass  filter  must  be 
used  to  normalize  the  noise  power  per  hertz. 

To  illustrate  the  usefulness  of  the  system,  two  experiments  were  per¬ 
formed.  In  the  first,  the  electron-multiplier  voltage  was  varied  from  -2000  V 
to  -1375  V.  Microwave  power  and  tuning  were  adjusted  for  maximum  I0  for  a 
multiplier  voltage  of  -2000  V.  In  the  second,  the  multiplier  voltage  was  held 
constant  at  -2000  V  and  the  microwave  power  level  was  varied  from  0  to 
152  uW  .  The  results  are  shown  Figs.  5  and  6.  The  current-to-voltage  gain  K 
from  the  tube  output  to  the  input  of  the  HP  3^00  true  rms  voltmeter  was  meas¬ 
ured  to  be  2.165  *  109  V/A.  Using  the  measured  noise  bandwidth  of  the  filter, 
the  (SNR)  is  calculated  to  be 
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Fig.  3-  Power  Spectrum  of  Current-to-Voltage  (I/V)  Converter  Output, 
(a)  System  noise  floor,  (b)  Tube  noise  density. 
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Figure  5  shows  that  FG  is  aproximately  a  linear  function  of  IQ,  and  that 
( SNR )  decreases  slightly  as  IQ  decreases.  Both  of  these  results  are  con¬ 
sistent  with  electron-multipler  gain  decreasing  gracefully  with  decreasing 
dynode  voltage. 

Figure  6  shows  that  (SNR)0  decreases  linearly  with  IQ  and  that  FG  stays 
essentially  constant.  Both  of  these  results  are  consistent  with  the  conclu¬ 
sion  that  (SNR)0  changes  with  varying  microwave  power,  as  predicted  by  Eq. 

(3),  while  the  electron-multiplier  performance  is  unaffected  (i.e.,  FG  - 
constant) . 

A  printout  of  a  typical  data  output  is  shown  in  Table  1.  The  data  set 
consists  of  50  averages,  each  10  sec  long.  Each  average  is  printed  out,  along 
with  the  mean  of  the  data  set.  A  linear  least-squares  fit  to  the  data  set  is 
computed,  then  the  standard  deviation  about  this  fit  is  computed  and  printed 
out,  along  with  the  slope  and  y-intercept  of  the  fit.  The  standard  deviation 
of  the  mean  of  the  data  set  is  calculated  by  dividing  the  standard  deviation 
of  the  data  set  by  the  square  root  of  the  number  of  samples.  Thus,  for  ex¬ 
ample,  the  standard  deviation  of  the  0.3358-V  mean  in  the  data  set  would  be 
0.0123/^50  »  1.M7  mV.  To  determine  the  noise  floor  of  the  measurement  system, 
a  similar  run  was  made  with  the  I/V  converter  terminated  in  an  impedance 
comparable  to  that  for  the  beam  tube  output.  With  the  HP  3^00  scale  set  to 
10  mV,  the  standard  deviation  of  the  data  set  was  calculated  to  be  6.83  mV. 
This  data  set  also  consisted  of  50  averages,  each  10  sec  long.  The  standard 


Table  1.  Measurement  Data  of  the  Electron  Multiplier's  Relative  Gain 
and  Output  Signal-to-Noise  Ratio 


VH  VALUES  (takan  with  HP-3400  on  300-mV  seal*) 


-0.3297920 

-0.3462920 

-0.3268920 

-0.3385610 

-0.3259510 

-0.3225750 

-0.3487700 

-0.3290710 

-0.3410310 

-0.3356450 

-0.3225170 

-0.3502590 

-0.3541650 

-0.3168740 

-0.3490520 

-0.3423870 

-0.3400840 

-0.3448130 
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-0.3559810 

-0.3372390 

-0.3369340 

-0.3526960 

-0.3240740 

-0.3489750 

-0.3162830 

-0.3155360 

-0.3387390 

-0.3423870 

-0.3359900 

-0.3500570 

-0.3483840 

-0.3265940 

-0.3160940 

-0.3290930 

-0.3317080 

-0.3490170 

-0.3264090 

-0.3156610 

-0.3235480 

-0.3490910 

-0.3292870 

-0.3211800 

No.  OF  POINTS 

*  50 

INTEG  TIME  (sac)  «  10.00000000 
MEAN  =  -  0.33501 2S6 

STD  DEVIATION  «  0.01233401 

SLOPE  *  0.00011999 

Y  INTERCEPT  *  -0.33897260 

FG  =  187304.88 
(SNR)0  *  83144.879 


deviation  of  the  mean  would  then  be  6.83//50  -  0.966  mV.  Since  the  HP  3^00 
outputs  1  V  for  a  full-scale  reading,  no  matter  what  scale  it  is  set  on;  this 
means,  for  example,  that  the  measurement  system  noise  for  the  0.3358-V  mean, 
which  resulted  from  averages  taken  on  the  300-mV  scale,  would  be  approximately 
(300/10)  x  (335.8/0.966)  »  10,494  times  below  the  mean.  In  other  word3,  the 
noise  floor  is  about  80  dB  below  this  measurement.  The  worst  noise-floor 
contribution  for  all  of  the  data  of  Figs.  4  and  5  occurred  for  the  last  point 
in  Fig.  4.  For  this  point  the  noise  floor  was  about  (30/10)  *  (488.9/0.966)  » 
1519  times  below  the  mean.  This  equates  to  a  noise  floor  about  64  dB  below 
the  measurement.  In  short,  the  data  are  negligibly  affected  by  noise  either 
in  the  signal  itself  or  inherent  in  the  measurement  system. 


IV.  SUMMARY 


A  simple  technique  to  determine  the  signal  and  noise  performance  of  a  Cs 
beam  tube  quickly,  accurately,  and  noninvasi vely  has  been  described.  This 
technique  also  permits  some  degree  of  discrimination  between  several  possible 
causes  of  performance  degradation  in  frequency  standards.  A  test  setup  was 
designed  and  constructed  to  examine  the  usefulness  of  the  proposed  tech¬ 
nique.  The  agreement  between  the  test  results  and  the  analytical  predictions 
was  found  to  be  excellent.  In  particular,  the  product  of  electron-multiplier 
gain  and  its  noise  figure  has  been  determined. 
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Electronics  Research  Laboratory:  Microelectronics,  solid-state  device 
physics,  compound  semiconductors,  radiation  hardening;  electro-optics,  quantum 
electronics,  solid-state  lasers,  optical  propagation  and  communications; 
microwave  semiconductor  devices,  raicrowave/mllliraeter  wave  measurements, 
diagnostics  and  radiometry,  mlcrowave/mi 1 liraeter  wave  thermionic  devices; 
atomic  time  and  frequency  standards;  antennas,  rf  systems,  electromagnetic 
propagation  phenomena,  space  communication  systems. 

Materials  Sciences  Laboratory:  Development  of  new  materials:  metals, 
alloys,  ceramics,  polymers  and  their  composites,  and  new  forms  of  carbon;  non¬ 
destructive  evaluation,  component  failure  analysis  and  reliability;  fracture 
mechanics  and  stress  corrosion;  analysis  and  evaluation  of  materials  at 
cryogenic  and  elevated  temperatures  as  well  as  in  space  and  enemy-induced 
environments . 

Space  Sciences  Laboratory:  Magnetospheric ,  auroral  and  cosmic  ray 
physics,  wave-particle  interactions,  magnetospheric  plasma  waves;  atmospheric 
and  ionospheric  physics,  density  and  composition  of  the  upper  atmosphere, 
remote  sensing  using  atmospheric  radiation;  solar  physics,  infrared  astronomy, 
infrared  signature  analysis;  effects  of  solar  activity,  magnetic  storms  and 
nuclear  explosions  on  the  earth's  atmosphere,  Ionosphere  and  magnetosphere; 
effects  of  electromagnetic  and  particulate  radiations  on  space  systems;  space 
Instrumentation. 


